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SUMMARY 


This  report  describes  the  work  accomplished  under  Contract  F08606-78-C-0034, 
entitled  Model  44000  Seismometer  System*  The  contract,  which  was  funded  by 
the  Defense  Advanced  Research  Projects  Agency,  was  issued  and  monitored  by 
the  Air  Force  Technical  Applications  Center. 

It  should  be  noted  that  this  is  the  Final  Report  for  Contract 
F08606-78-C-0034  and  not  the  final  report  for  the  development.  The  technical 
development  of  the  Model  44000  Seismometer  System  is  not  complete.  Other 
programs  at  Teledyne  Geotech  are  contributing  to  the  development,  and  this 
report  contains  recommendations  for  continuing  the  development  of  the  Model 
44000  Seismometer  System. 

The  purpose  of  the  project  was  to  develop  a  new  borehole  seismometer  system 
that  has  a  lower  life-cycle  cost,  but  has  performance  characteristics 
that  are  equal  to  or  better  than  the  Teledyne  Geotech  Model  KS36000 
Seismometer  System.  Since  the  cost  of  the  borehole  is  a  major  part  of  the 
installed  cost  of  the  Model  KS36000  system,  the  approach  recommended  for  the 
Model  44000  system  was  to  incorporate  designs  that  would  make  it  possible  to 
reduce  the  cost  of  boreholes  by  relaxing  the  borehole  verticality  constraints 
from  S  degrees  to  IS  degrees  and  reducing  the  required  borehole  diameter  from 
not  less  than  seven  inches  to  not  less  than  four  Inches, 
objectives,  new  system  designs  containing  the  following 
developed: 

e  Sensor  module  support  through  their  geometrical  centers  to  provide 
the  space  required  to  tilt  them  up  to  15  degrees  from  the  vertical 
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To  accomplish  these 
general  features  were 
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axis  of  che  sensor  package 


e  Reduced  sensor  module  diameter  Co  provide  an  overall  package  diameter 
of  3-3/4  inches. 

>/ 

A  second  objective  of  the  program  was  to  provide  design  improvements  that 
would  overcome  deficiencies  that  were  known  to  exist  in  the  Model  KS36000 
system.  These  included  more  rugged  mass  suspensions  to  reduce  the  possibi¬ 
lity  of  damage  caused  by  rough  handling  and  force  feedback  through  the  center 
....  - ....... ............... — .-  - 

The  scope  of  the  development  program  included  the  design  of  the  seismometer 
package  plus  associated  peripheral  equipment  including  the  holelock,  holelock 
installation  tool,  the  stabilizer,  the  cable  strain  relief,  the  cable 
assembly  including  connectors,  signal  conditioning  circuits,  seismometer 
controller,  and  the  wellhead  terminal. 

The  designs  for  the  peripheral  equipment  were  straightforward  versions  of  the 
KS36000  designs  and  were  completed  through  test  and  evaluation  without  dif¬ 
ficulty.  Most  of  the  technical  effort  on  the  contract  was  directed  toward 
the  design  and  evaluation  of  the  sensor  modules.  In  order  to  achieve  satis¬ 
factory  module  performance,  it  was  necessary  to  maintain  a  high-level,  long¬ 
term  vacuum  within  the  modules.  Paragraphs  3.0  and  4.1  of  the  technical 
report  discuss  the  requirements  for  high  vacuums  and  outline  the  steps  taken 
to  meet  this  requirement.  The  vacuum  problem  was  solved,  and  the  results  of 
tests  with  leak  detectors  and  measurement  of  mechanical  Q  of  the  suspensions 
indicate  a  module  life  in  excess  of  ten  years. 
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An  important  design  objective  was  to  place  the  feedback  force  vector  through 
the  center  of  the  suspended  mass  to  prevent  electromechanical  resonance  in 
the  suspension.  A  decision  was  made  to  use  electrostatic  feedback  to  the 
sensor  primary  capacitor  plates.  Section  3  of  the  report  contains  a 
discussion  of  the  rationale  followed  in  the  development  effort.  The  conclu¬ 
sion  reached  in  evaluating  the  equations  for  the  closed-loop  suspension  was 
that  the  inherent  nonlinearities  in  an  electrostatic  feedback  system  could  be 
overcome  through  the  appropriate  selection  of  circuit  parameters.  The  ver¬ 
tical  and  horizontal  modules  were  designed,  and  models  were  built  and  tested 
using  electrostatic  feedback.  Tests  in  Geotech's  borehole  test  facilities  in 
Garland  revealed  that  system  noise  exceeded  the  predicted  level  by  about  20 
dB.  To  determine  the  cause,  a  detailed  analysis  of  the  loop  circuit 
equations  was  conducted,  and  it  was  determined  that  there  is  not  a  set  of 
circuit  parameters  that  will  satisfy  the  requirements  for  both  loop  circuit 
response  and  linearity.  An  analysis  of  the  loop  circuit  equations  is  given 
in  Appendix  B.  It  was  concluded  that  the  system  noise  was  caused  by  nonli¬ 
nearities  in  the  feedback  system.  At  that  time.  Geotech  recommended  that  an 
Inherently  linear  electromagnetic  feedback  transducer  be  used  instead  of  the 
electrostatic  transducer. 

The  Model  44000  modules  are  supported  on  spherical  surfaces  centered  around 
the  center  of  mass  of  the  module.  It  was  not  feasible  to  use  an  air  bearing 
for  leveling  as  is  done  in  the  Model  KS36000,  so  a  leveling  table  was  deve¬ 
loped  to  move  (tilt)  the  module  to  any  position  within  a  15-degree  cone. 

The  method  of  leveling  involves  the  use  of  a  microprocessor-based  controller 
to  drive  the  table.  The  controller  solves  a  series  of  trigonometric 
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equations  to  find  the  module  position  in  which  the  mass  is  centered  and  the 
capacitance  bridge  is  balanced.  Two  controller  designs  were  developed.  The 
first  design  was  found  to  require  considerable  operator  skill,  and  it  was 
concluded  that  the  method  should  be  simplified  so  that  special  training  and 
operator  proficiency  was  not  required.  The  second  approach  has  been 
designed,  coded  and  burned  into  the  microprocessor  PROM,  but  has  not  been 
tested  in  a  seismometer  system.  This  leveling  program  will  result  in  essen¬ 
tially  automatic  leveling,  and  it  will  be  possible  for  an  operator  to  read 
the  instructions  and  level  the  seismometer  modules  without  difficulty. 

Section  5  of  the  report  shows  data  from  tests  conducted  at  the  Garland  bore¬ 
hole  test  facility.  In  these  tests,  the  performance  of  the  Model  44000 
seismometer  is  compared  with  a  Model  KS36000  seismometer.  The  systems  were 
Installed  in  adjacent  boreholes.  The  results,  which  are  discussed  in  Section 
5  of  the  report,  show  that  the  performance  of  the  Model  44000  compares  very 
favorably  with  that  of  the  Model  KS36000  system.  Coherence  plots  show  good 
coherence  in  the  short-period  passband.  Test  results  show  that  some  system 
noise  exists  in  the  long-period  passband  of  the  Model  44000  vertical  channel 
(Figure  5-4).  Teledyne  Geotech  believes  that  this  noise  is  caused  by  nonli¬ 
nearities  in  the  electrostatic  feedback  and  that  it  will  be  eliminated  by 
changing  to  an  electromagnetic  feedback  transducer. 

Since  the  contract  funds  were  depleted  in  early  1983,  Geotech  has  continued 
efforts  on  the  system  development.  Accomplishments  include,  among  other 
things,  design  modifications  for  the  electromagnetic  transducer  and  revisions 
to  the  software  system  for  the  leveler  controller.  The  work  remaining  to  be 
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done  Is  Co  modify  Che  c«o  Model  44000  sysCems  ChaC  belong  Co  Che  GovernaenC 
and  Co  conduce  Che  comparative  testing  required  Co  verify  ChaC  che  current 
designs  will  meet  Che  specified  performance  requiremenCs. 
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1.  INTRODUCTION 


In  fiscal  year  1978,  the  Defense  Advanced  Research  Projects  Agency  (DARPA) 
funded  Contract  F08606-78-C-0034,  entitled  Model  44000  Seismometer  System. 
This  contract  was  funded  in  response  to  an  unsolicited  proposal  (P-2928) 
which  Teledyne  Geotech  submitted  to  DARPA  through  the  Air  Force  Technical 
Applications  Center  (AFTAC)  office  at  the  VELA  Seismological  Center.  The 
work  was  proposed  to  be  accomplished  in  three  phases:  I  -  System  Development, 
II  -Prototype  Production,  and  III  -  Performance  Testing  and  System 
Documentation.  Prior  to  submitting  the  proposal.  Teledyne  Geo tech  had 
designed,  fabricated,  and  conducted  preliminary  testing  of  two  horizontal 
seismometer  modules.  Design  concepts  had  also  been  developed  for  a  vertical 
module.  The  program  was  planned  to  cover  a  total  of  40  months  and  to  be 
completed  in  November  1982.  During  the  course  of  this  contract,  technical 
difficulties  caused  budget  and  schedule  problems,  and,  in  November  1982,  the 
work  had  not  been  completed.  Funding  authorized  in  1983  was  limited  to 
$12,500,  so  only  a  small  amount  of  contractual  effort  was  accomplished. 
Geotech  did,  however,  make  significant  progress  in  developing  software  for 
the  leveler  control  subsystem  and  in  modifications  to  change  the  sensor  feed¬ 
back  from  electrostatic  to  electromagnetic. 

This  report  is  submitted  in  compliance  with  the  Contract  Data  Requirements 
List  Item  00F/A2  and  is  the  final  report  for  the  contract. 


-1/2- 


337/600 


TR  84-3 


2.  PURPOSE  OF  THE  PROGRAM 


During  the  early  1970’s,  Teledyne  Geotech  developed  designs  for  a  high- 
quality,  long-period  seismograph  system  using  concepts  that  made  it  possible 
to  provide  small  transducers  that  could  be  packaged  for  use  in  small-diameter 
boreholes.  After  Geotech  demonstrated  design  feasibility,  DARPA  provided 
funds  through  AFTAC's  Seismic  Data  Collection  System  (SDCS)  program  to  develop 
packaging  concepts  for  a  system  to  be  installed  in  a  seven-inch,  cased  bore¬ 
hole.  The  system  became  known  as  the  Teledyne  Geotech  Model  KS36000 
seismometer  system.  Additional  DARPA  funds  were  provided  to  manufacture  a 
number  of  systems  for  use  in  the  United  States  Geological  Su  vey  (USGS) 

Seismic  Research  Observatory  (SRO)  program,  for  the  SDCS  program,  and  sup¬ 
port  research  under  the  direction  of  the  Air  Force  Office  of  Scientifi 
Research.  These  systems  were  delivered  to  the  various  government  organiza¬ 
tions  by  the  end  of  1975,  and  the  technical  objectives  were  met  or  exceeded 
in  all  respects.  The  system  was  designed  to  be  installed  in  a  cased  borehole 
not  more  than  5°  off  vertical,  and  it  turned  out  that  such  verticality  was 
difficult  to  achieve  in  practice.  The  cost  for  boreholes  became  a  signifi¬ 
cant  part  of  the  installed  cost  for  a  KS36000  system.  In  1976  and  1977, 
Teledyne  Geotech  funded  a  program  to  develop  design  concepts  that  would  make 
it  possible  to  relax  the  verticality  requirements.  As  a  result  of  this 
effort,  a  new  sensor  system  design  was  developed  for  boreholes  as  much  as  15° 
off  vertical.  A  contract  was  awarded  to  Geotech  in  July  1978,  and  develop¬ 
ment  effort  was  started  in  August  1978. 

The  objective  of  the  program  was  to  design  a  borehole  system  having  overall 
performance  that  matched  or  exceeded  that  of  the  KS36000  system,  but  which 
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had  an  Installed  cost 
technology  that  could 
reliability  was  to  be 


significantly  less  than  that  for  the  KS36000.  New 
contribute  to  reduced  manufacturing  cost  and  improved 
considered  in  the  development  program. 
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3.  THEORETICAL  BASIS 


In  considering  ways  to  reduce  the  installed  cost  of  long-period  borehole 
seismometer  systems,  Geotech  first  concluded  that  it  was  not  likely  that 
significant  cost  reductions  could  be  realized  in  the  seismometer  design 
itself.  This  left  the  cost  of  the  borehole  the  remaining  major  cost  factor. 
Borehole  cost  could  be  reduced  by:  1)  reducing  the  borehole  diameter  and, 
thus,  making  it  possible  for  smaller,  less-expensive  and  more-mobile  drill 
rigs  to  be  used;  and  2)  to  relax  the  borehole  verticality  requirements  to  the 
point  that,  in  most  cases,  verticality  constraints  would  not  be  a  risk  factor 
in  estimating  the  cost  of  a  borehole.  Geotech  first  considered  design 
changes  in  the  KS36000  seismometer,  but  concluded  that  changes  to  reduce  the 
diameter  or  to  relax  the  verticality  constraints  would  require  engineering 
effort  equivalent  to  that  of  developing  a  new  design.  Also,  Geotech  believed 
that  if  a  new  design  approach  was  undertaken,  a  more  rugged  suspension  could 
be  developed  and  thus  overcome  another  recognized  shortcoming  of  the  KS36000 
system.  It  was  at  this  point  that  Geotech  decided  to  develop  the  designs  for 
the  Model  44000  seismometer  system.  The  key  design  objectives  for  the  system 
were: 

•  Match  or  exceed  the  performance  of  the  KS36000  system; 

•  Cost  not  to  exceed  that  of  the  KS36000  system; 

•  Design  for  installing  in  a  4-inch  inside  diameter  (41/2  inch 
American  Petroleum  Institute  casing)  borehole  up  to  15°  off  vertical; 

•  Design  to  reduce  the  complexity  of  installation,  operation,  and 
maintenance  procedures; 

•  Take  maximum  advantage  of  design  concepts  already  developed  for  the 
KS36000  system. 
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The  designs  Chat  evolved  after  a  number  of  studies  were  a  simple  pendulum  for 
the  horizontal  module  and  a  simple  spring -mass  system  for  the  vertical. 

These  designs  enabled  Geotech  to  develop  more  rugged  suspensions  because 
their  natural  frequencies  were  about  2.2  hertz  (Hz)  (the  KS36000  is  0.2  Hz). 
Geotech  was  also  able  to  design  in-limit  stops  to  prevent  overstress  in  the 
suspensions  due  to  shocks  caused  by  rough  handling. 

In  the  theory  of  the  design  of  these  inertial  sensors  (Melton,  1976),  the 
limiting  noise  at  the  system  output  is  in  the  damping  force  applied  from  the 
frame  to  the  inertial  mass  (M)  x  the  natural  period  (P)  x  quality  (Q)  of  the 
inertial  suspension.  An  objective  in  the  44000  program  was  to  achieve  an  MPQ 
product  that  was  equal  to  or  greater  than  that  of  the  KS36000.  The  mass  in 
the  44000  is  200  grams  versus  370  grams  in  the  KS36000,  and  its  natural 
period  is  0.4  second  versus  5  seconds  in  the  KS36000.  Thus,  the  mechanical  Q 
must  be  at  least  23  times  greater  in  the  44000  suspension  than  it  is  in  the 
KS36000.  High  mechanical  Q's  cannot  be  achieved  in  the  presence  of  air,  so 
the  suspension  must  be  operated  in  a  vacuum. 

Other  design  features  in  the  Model  44000  system  include  module  support 
through  their  centers  of  gravity  to  reduce  the  possibility  of  damage  caused  by 
rough  handling,  suspension  feedback  force  through  the  center  of  mass  to  pre¬ 
vent  spurious  modes  in  the  suspension,  and  mass  travel  limited  to  about  30 
microns,  thus  eliminating  the  need  for  mass  locks. 

The  design  of  the  Model  44000  suspension  is  configured  to  have  two  parallel 
plate  capacitors  in  which  the  mass  is  a  common  plate  between  two  outer  plates 
as  illustrated  in  the  diagrams  of  the  horizontal  module  in  figure  3-1.  The 
use  of  electrostatic  feedback  for  the  system  was  investigated  because  the 
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FIGURE  3-1  a.  SCHEMATIC  REPRESENTATION  OF  THE  MODEL  44000 
HORIZONTAL  SUSPENSION 
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BIAS  FORCE  FEEDBACK  FORCE 


BIAS  FORCE  +  FEEDBACK  FORCE 


FIGURE  3-1  I).  ELECTROSTATIC  FEEDBACK  THROUGH  THE  CENTER  OF  MASS 
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•echanical  design  was  less  coop lex  than  it  would  be  if  an  electr magnetic 
transducer  had  to  be  added  to  the  suspension.  It  was  known  that  the 
electrostatic  feedback  had  nonlinear  properties,  so  the  equations  for  a 
parallel  plate  capacitor  were  developed  and  studied.  The  nonlinear  terns  in 
the  resulting  equation  were 


Where  G  is  the  feedback  loop  gain,  V0  is  the  bias  voltage,  and  SQ  -  S  and 
S0  +  S  are  the  plate  s pacings  in  the  two  capacitors.  The  derivation  for  the 
equation  is  Included  in  appendix  1.  Note  that  if  G/V0  "  2,  the  squared  term 
goes  to  zero,  and,  for  S  «  S0>  the  fourth-power  term  becomes  negligible. 
Electrostatic  feedback  was  selected  on  the  basis  of  this  analysis. 

Subsequent  problems  with  sensor  nonlinlarites  are  discussed  in  section  4, 
Technical  Problems. 


-9/10- 


337/605 


TR  84-3 


!,» V 


*  *■ 


•v-> 


4.  TECHNICAL  PROBLEMS 


In  Che  original  contract,  the  plan  called  for  fabricating  and  testing  an 
engineering  model  of  the  44000  system  In  twelve  months  (Phase  I).  The  engi¬ 
neering  model  was  completed;  however,  technical  difficulties  prevented 
completion  of  testing.  The  following  paragraphs  contain  discussions  of  the 
Important  problems  encountered, 

4.1  MODULE  VACUUM 

One  of  the  first  significant  problems  was  that  of  maintaining  a  vacuum  within 
the  modules.  To  maintain  a  mechanical  Q  in  excess  of  1000,  it  was  necessary 
to  achieve  a  vacuum  of  less  than  1  mllli-torr,  maintain  a  leak  rate  not  to 
exceed  S  x  10~^  Standard  cubic  centimeters  per  minute  (Std  cc/mln),  and  have 
a  very  low  level  of  outgassing  within  the  module.  Since  the  volume  of  the 
44000  modules  is  much  smaller  than  that  of  the  36000,  outgassing  in  the  44000 
had  to  be  significantly  less  in  volume.  The  required  vacuum  was  achieved  by 
baking  at  about  250°F  during  pumpdown.  This  required  pumpdown  periods  of  two 
to  four  weeks  to  achieve  the  required  vacuum.  Q's  of  more  than  10,000  were 
achieved,  but  they  dropped  below  1000  in  a  period  of  two  or  three  weeks.  As 
part  of  the  effort  to  resolve  this  problem.  Dr.  John  Hoffman  at  the 
University  of  Texas  at  Dallas,  a  recognized  expert  in  long-term  vacuum  tech- 
nolgy,  was  consulted.  After  reviewing  Geotech's  design.  Dr.  Hoffman 
recommended  that  the  0-ring  seal  in  the  cover  be  eliminated  and  that  the 
cover  be  brazed  rather  than  soldered.  He  also  recommended  the  use  of 
ceramic-encapsulated  feedthroughs  rather  than  glass.  These  design  modifica¬ 
tions  were  made,  and  tests  indicated  that  the  seal  problem  had  been  solved. 
Figure  4-1  illustrates  the  before  and  after  seal  designs.  Tests  indicated 
that  the  new  seal  design  could  be  expected  to  reduce  the  leak  rate  to 
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HEADER 
SOLDER  SEAL 
TEFLON  SEAL 

MODULE  COVER 


ORIGINAL  DESIGN.  SOLDER  FLUX  AND  OTHER  CONTAMINANTS  CAN 
BE  TRAPPED  BETWEEN  SOLDER  SEAL  AND  TEFLON  SEAL.  PRODUC¬ 
ING  A  SOURCE  FOR  OUTGASSING  AFTER  BAKE-OUT. 


BRAZED  SEAL 
(MILLED  OFF  FOR 
MODULE  OPENING) 

PROVISIONS  FOR  AT 
LEAST  3  BRAZED 
SEALS  FOR  REPEATED 
OPENING  OF  MODULE 


PRESENT  DESIGN.  HIGH-TEMPERATURE  BRAZED  SEAL  ALLOWS 
BAKE-OUT  AT  HIGHER  TEMPERATURE  TO  REMOVE  ANY  FLUX  OR 
CONTAMINANTS  WHICH  HAVE  BEEN  TRAPPED  BEHIND  THE  BRAZED 
SEAL. 


Figure  4-1.  44000  Seismometer  Module  Vacuum  Seal 
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about  4  x  10~13  Std  cc/min  corresponding  to  a  nodule  life  greater  than 
twelve  years* 

4.2  MASS  FLEXURE  DESIGN 

In  the  early  design  efforts,  geotech  estimated  that  It  would  not  be  possible 
to  achieve  a  mechanical  Q  much  greater  than  about  1000,  so  the  suspensions 
were  designed  to  have  natural  periods  of  about  .45  second  (2.2  Hz).  These 
suspensions  were  relatively  rugged,  but,  after  much  higher  Q's  than  expected 
were  observed,  stlffer  flexures  were  placed  in  the  modules,  and  the  natural 
period  was  decreased  to  0.4  second  (2.5  Hz).  This  made  the  suspensions  less 
susceptible  to  damage. 

4.3  MODULE  LEVELING 

A  design  objective  was  to  reduce  the  skill  level  required  to  Install  and 
operate  the  seismometer.  A  major  step  in  this  direction  was  to  provide  a 
means  for  automatic  leveling  from  a  control  system  to  be  used  at  the 
wellhead.  This  turned  out  to  be  a  much  more  complex  problem  than  had  been 
anticipated.  The  leveling  algorithm  was  implemented  in  a  rather  large  soft¬ 
ware  program  in  a  microcomputer.  The  first  solution  to  this  problem  was  not 
simple,  and  it  took  considerable  training  for  a  technician  to  be  able  to 
operate  the  leveler  control  system.  Geotech  funded  the  redesign  of  the 
leveler  controller  during  late  1982  and  early  1983.  The  software  has  been 
coded,  but  the  program  has  not  been  fully  tested  in  the  system. 

4.4  SYSTEM  NOISE 

Tests  conducted  during  October  1978  indicated  that  there  was  an  excessive 
amount  of  Incoherent  noise  in  the  system  outputs  that  was  isolated  to  the 
sensor  loop  electronics.  At  this  point  in  the  program,  KS36000  loop  electronic 
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circuits  were  being  used,  and  tests  revealed  that  new  circuits  were 
needed  to  reduce  the  44000  system  noise  to  an  acceptable  level.  The  design 
effort  was  completed  during  December  1978  and  January  1979.  The  February  1979 
monthly  report  stated  that  the  new  carrier  source  and  loop  electronics  met 
the  noise  level  requirements.  Later  in  the  program,  it  was  found  that  system 
filters  had  excessive  noise,  but  this  was  not  a  major  technical  issue,  and 
the  problem  was  corrected.  System  electronic  noise  tests  conducted  at  that 
time  showed  that  electronic  noise  in  all  parts  of  the  system  was  well  below 
expected  seismic  noise  levels. 

4.5  SYSTEM  LINEARITY 

After  it  was  verified  that  all  electronic  circuits  had  noise  levels  below 
those  required  to  meet  system  performance  requirements,  excessive  noise  was 
still  observed  in  the  system  outputs.  A  great  deal  of  effort  was  expended  in 
attempts  to  Isolate  the  cause  of  this  noise.  All  of  the  spurious  resonance 
tests  were  revisited;  the  mechanical  structure  supporting  the  modules  was 
studied,  as  was  the  possibility  of  cross-feed  in  the  system  wiring;  the  hole- 
lock  and  stabilizer  stability  was  tested,  and  numerous  other  tests  were  con¬ 
ducted  to  isolate  the  noise  source.  This  effort  was  not  successful.  In  the 
spring  of  1980,  the  nonlinearities  in  the  capacitor  plates  were  studied.  The 
results  indicated  that  system  nonlinearities  could  be  the  source  of  noise.  A 
report  was  submitted  in  April  1980  which  concluded  that  the  system  would  have 
a  very  small  nonlinear  term  (1.6  x  10— >  with  a  force  bias  voltage  on  the 
order  of  40  volts.  Tests  were  conducted  with  a  35-volt  bias,  but  the  loop 
circuit  was  not  stable.  At  20  volts,  the  loop  seemed  well-behaved,  but 
resulted  in  a  nonlinear  term  of  0.1%.  At  this  point,  it  was  decided  to 
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proceed  with  the  fabrication,  assembly,  and  test  of  one  prototype  that  incor¬ 
porated  all  of  the  system  changes  that  were  made  on  the  engineering  model. 
When  the  prototype  system  was  tested,  it  was  found  that  system  nonlinearities 
were  seriously  affecting  system  performance,  and  It  was  concluded  that  it 
would  be  necessary  to  change  the  force  feedback  from  electrostatic  to 
electromagnetic.  Appendix  B  contains  a  report  on  the  technical  analysis  of 
the  electrostatic  feedback  and  gives  the  technical  justification  for  electro¬ 
magnetic  feedback.  A  proposal  was  submitted  to  AFTAC  recommending  the  Model 
44000  feedback  be  changed  to  elecromagnetic. 

4.6  BROADBAND  RESPONSE 

The  system  linearity  problems  discussed  in  Section  4.5,  System  Linearity,  and 
expanded  upon  in  Appendix  B,  are  interrelated  with  the  ability  to  provide  a 
broadband  (0  to  4.0  Hz)  response.  It  was  determined  that  it  was  not  possible 

Q 

to  maintain  the  relationship  _ -  -  2  over  the  broadband  range  and  at  the 

Vo 

same  time  produce  the  desired  response  with  negligible  nonlinearities.  There 
is  not  a  set  of  loop  circuit  component  values  that  will  produce  the  4  Hz 
corner  and  at  the  same  time  meet  the  linearity  requirements.  As  discussed  in 
section  4.5,  the  electromagnetic  feedback  transducer  does  not  have  the 
nonlinear  characteristics  and  the  use  of  this  linear  transducer  will  make  it 
possible  to  meet  the  system  response  requirements  called  for  in  the  B-l 
specification. 
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5.  TECHNICAL  RESULTS 


This  program  has  involved  a  number  of  complex  technical  problems  for  which 
there  is  no  engineering  or  scientific  information  that  can  be  studied  for 
solutions.  Some  of  the  major  technical  issues  are  the  behavior  of  materials 
and  how  they  affect  the  ability  to  detect  displacements  of  subatomic  dimen¬ 
sions  and  the  strange  and  unexplained  characteristic  of  mechanical  structures 
to  transmit  and  absorb  vibrational  energy.  Although  good  scientific  explana¬ 
tions  have  not  been  developed,  the  program  has  made  it  possible  to  solve  a 
number  of  the  complex  technical  problems,  and  Geotech  believes  that  it  is  now 
very  close  to  the  program’s  original  objectives.  The  most  important  tech¬ 
nical  results  that  lead  to  this  conclusion  are  discussed  in  the  following 
paragraphs . 

5.1  SYSTEM  PERFORMANCE 

Figures  5-1  and  5-2  contain  comparative  power  spectral  density  plots  for 
horizontal  and  vertical  KS36000  and  44000  seismometers.  These  plots  cover 
the  passband  from  0  to  25  Hz  and  were  taken  in  the  high-noise  environment  of 
Garland.  The  scale  does  not  show  system  characteristics  at  frequencies  below 
about  0.2  Hz.  The  plots  do  show  very  good  coherence  over  the  passband  of 
about  0.5  to  15  Hz  on  both  vertical  and  horizontal  channels.  These  spectra 
illustrate  that  there  are  no  spurious  resonances  in  the  44000  system  at  fre¬ 
quencies  below  15  Hz.  These  results  are  encouraging  because  experience  has 
shown  that  it  is  difficult  to  achieve  such  high  coherence,  even  with  two 
identical  systems. 

Figures  5-3  and  5-4  are  seismograms  taken  at  Geotech's  Garland  test  facility. 
Figure  5-3  compares  the  44000  vertical  (Z)  and  KS36000Z,  each  having  flat 
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Figure  5-3.  Model  44000  and  Model  KS  36000  comparison,  20-second  energy  is  from  earlier  surface  wave  arrival 


acceleration  response  over  the  passband  from  0.001  Hz  to  4  Hz.  Figure  5-4 
shows  the  two  vertical  channels  through  the  standard  SRO  response.  Note 
that,  in  figure  5-4,  the  systems'  responses  to  the  signals  are  very  close  to 
being  identical,  but  that  the  44000  record  contains  long-period  noise  that  is 
not  present  on  the  KS36000  record.  After  these  records  were  made, 

Mr.  0.  D.  Starkey  conducted  detailed  analysis  and  test  of  the  44000  loop  cir¬ 
cuits.  He  determined  that  the  system  parameter  values  used  to  characterize 
the  electrostatic  transducer  were  different  from  those  predicted  by  theory. 
Testing  also  suggested  that  there  are  nonlinearities  in  the  system.  He 
redeveloped  the  equation  of  motion  for  the  system  without  discarding  any 
higher-order  terms.  The  equation  was  very  complex  because  of  the  terms 
required  to  define  the  electrostatic  feedback  circuit.  These  equations  are 
included  in  Appendix  B. 

To  find  the  solution,  circuit  parameters  were  determined  by  test,  and  their 
values  were  put  into  the  equation.  The  conclusion  developed  from  these 
studies  were  that  there  is  not  a  set  of  parameters  which  will  provide  the 
desired  loop  response  and  also  control  the  nonlinear  terms.  At  this  point. 
Geotech  recommended  to  AFTAC  that  the  electrostatic  feedback  system  be  aban¬ 
doned  and  that  the  design  be  changed  to  electromagnetic  feedback.  Since  that 
time.  Geotech  accomplished  the  design  changes  for  the  vertical  and  horizontal 
modules  and  has  built  engineering  models  for  test. 


5.2  LEVELER  CONTROLLER 

As  discussed  in  paragraph  4.3,  automatic  module  leveling  was  a  rather  complex 
problem,  and  the  approach  selected  first  was  not  a  good  solution  because  the 
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leveler  had  to  start  from  a  known  position  and  search  for  the  level  position. 
The  difficulty  was  that  the  system  had  to  remember  where  it  was  relative  to 
the  initially  known  position  if  releveling  was  required  at  some  later  time. 
Also,  the  leveling  operation  could  not  be  completed  without  intervention  of 
an  operator,  and  this  required  considerable  skill  and  familiarity  on  the  part 
of  the  operator.  A  new  technique  for  accomplishing  the  leveling  has  been 
developed.  This  leveler  controller  determines  the  direction  of  tilt  by 
moving  each  horizontal  module  until  gravity  moves  the  pendulum  from  its  stop. 
The  leveler  then  moves  the  modules  on  a  line  away  from  the  direction  of  tilt 
until  they  are  level.  This  process  is  automatic  and  does  not  require  the 
attention  of  a  skilled  operator.  The  leveling  algorithm  has  been  coded  and 
burned  into  PROM.  Preliminary  testing  has  been  completed,  but  system-level 
testing  has  not  been  conducted. 

5.3  STATUS  OF  DESIGN 

All  designs  for  the  Model  44000  seismometer  system  are  complete.  Engineering 
models  of  the  sensor  modules  with  electromagnetic  feedback  have  been  fabri¬ 
cated  on  another  contract  and  are  currently  being  tested  in  the  laboratory. 
The  leveler  controller  design  is  completed  up  to  the  system-level  test. 

Thus,  all  of  the  design  effort  known  to  be  required  has  been  done,  and  the 
next  step  in  the  program  should  be  to  modify  the  sensor  modules  and  conduct 
laboratory  and  field  tests. 
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CONCLUSIONS  AND  RECOMMENDATIONS 


It  is  Teledyne  Geotech's  judgment  that  the  Model  44000  seismometer  develop¬ 
ment  program  is  near  a  successful  conclusion.  Test  results  indicate  that  the 
performance  of  the  system  may  exceed  that  of  the  KS36000  system  because  it 
will  produce  high-quality,  three-component  data  in  both  the  long-period  and 
the  short-period  passbands.  The  only  known  critical  technical  issue  is  that 
of  verifying  that  the  noise  observed  in  the  last  series  of  tests  was  caused 
by  intermodulation  distortion  resulting  from  nonlinearities  in  the  transducer 
loop  circuit.  Since  electromagnetic  force  feedback  is  a  linear  process,  the 
nonlinearity  and,  thus,  the  noise  should  be  eliminated  in  the  new  module 
design. 

It  is  recommended  that  the  development  program  be  continued  and  that  funding 
be  provided  to  accomplish  the  following  five  tasks. 

Task  1:  Purchase  materials,  fabricate  parts,  and  incorporate  all  modifica¬ 
tions  in  the  two  prototype  systems.  The  leveler  controller  is 
Installed  in  the  latest  prototype.  Do  not  install  it  in  the  other 
system  at  this  time. 

Task  2:  Conduct  comparative  borehole  tests  in  Geotech's  Garland  test  facili¬ 
ties.  Write  a  brief  report  on  the  test  results. 

Task  3:  Test  and  evaluate  the  leveler  controller  during  the  borehole  tests 
called  for  in  Task  2.  Accomplish  the  required  software  debugging 
and  update  the  software  documentation. 

Task  4:  Conduct  comparative  borehole  tests  at  a  quiet  site. 
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Task  5:  Write  a  final  technical  report  describing  the  work  accomplished  and 
the  results  of  the  tests. 

It  is  recommended  that  Tasks  1  and  2  be  completed  and  the  results  of  the 
testing  be  reviewed  before  proceeding  with  Task  3.  If  the  results  of  Task  2 
show  that  the  noise  problem  has  not  been  eliminated,  a  report  should  be  pre¬ 
pared  describing  the  results  and  recommending  whether  or  not  the  program 
should  be  continued. 
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EQUATIONS  FOR  AN  IDEAL  PARALLEL  PLATE  CAPACITOR 


A  parallel  plate  capacitor  with  an  equal,  but  oppoaite,  charge  (Q)  on  plates 
of  area  A  separated  by  a  distance  d  Is  shown  In  figure  1.  The  electric  field 
lines  are  parallel,  straight  lines,  except  at  the  edges  of  the  plates  where 
fringing  will  occur.  The  ideal  parallel  plate  capacitor  assumes  that  the 
separation  distance  is  much  smaller  than  the  linear  dimensions,  so  that  the 
effects  of  fringing  are  negligibly  small. 


PLATE  #2 
AREA  *  A 


FIGURE  1 .  PARALLEL  PLATE  CAPACITOR.  SHOWING  FRINGING  OF 
THE  ELECTRIC  FIELD  AT  ONE  EDGE 


Far  enough  inside  the  capacitor,  a  cylindrical  Gaussian  surface  of  radius  r 
with  its  sides  parallel  to  the  field  lines  (as  shown  in  figure  1)  will  have 
field  lines  passing  through  only  one  end  of  the  cylinder.  The  flux  through 
the  Gaussian  surface  is  then 


♦  M  fs  E.d?  «  itr2E 


Gauss's  law  states  that  the  flux  through  the  surface  must  be  equal  to  the 
charge  contained  in  the  surface  (divided  by  the  permitlvlty  constant  for  MKS 
units).  The  charge  inside  the  surface  is  the  charge  density  /(M  times  the 
area  of  the  plate  enclosed  (itr2)  VA* 

,  *r2  (a) 

tmt/E  -  - 


Thus,  everywhere  inside  the  capacitor, 

Q 

E  “  (1) 

A€0 
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The  voltage  between  plate  two  and  plate  one  can  be  found  from  the  change  In 
potential  energy 


Qd 

V  .  - 


Using  the  definition  of  capacitance. 


(2) 


(3) 


To  calculate  the  force  on  one  plate,  It  oust  be  noted  that  the  field  In 
Equation  1  must  coae  equally  from  both  plates.  Therefore,  a  unit  charge 
on  one  plate  will  have  a  force  given  by  E/2  and  will  Itself  be  producing  the 
other  e/2  In  the  gap.  The  force  per  unit  charge,  q.  Is 


f 


and,  again  neglecting  edge  effects,  the  sum  over  all  charges  gives  a  force  on 
the  plate  of 


F 


(4) 


F 


(5) 


TRANSDUCER  OUTPUT 


The  output  transducer  is  made  up  of  two  capacitors  formed  by  the  mass  and  two 
quartz  plates  with  metallic  coatings,  as  shown  In  figure  2.  The  circuit  for 
obtaining  a  voltage  output  for  mass  displacement  from  the  equilibrium 
(center)  position  s0  is  shown  in  figure  3. 
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C, 


C,  cs 


FIGURE  2.  CHANGE  IN  CAPACITANCE  C,  AND  FIGURE  3.  CIRCUIT  FOR  THE  DETECTION  OF 

C2  DUE  TO  A  DISPLACEMENT  S  FROM  CHARGES  IN  CAPACITORS  Ct  AND  C2. 

THE  EQUILIBRIUM  POSITION  SQ.  G, 


Let  the  voltage  out  of  the  transformer  T  be  Vc8.  Then,  the  voltage  drop  Vg  is 
given  by 


VB  ”  \  VC8  “I(ZR  +  Zi),  (6) 

where  Z  is  the  Impedance  of  the  circuit  element.  Summing  the  voltages  around 
the  circuit  loop. 


Vcg  -  I  (2ZR  +  Zi  +  Z2). 


(7) 


Solving  Equation  7  for  the  current  and  substituting  into  Equation  6, 


VB 


iv,  -  / — -Z.R--_ZJL  \  y 

2  CS  \2ZR  +  ZL  +  Z2/  cs 


(8) 
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The  Impedances  can  be  evaluated  using 
Z  -  -1XC 


y  -  —  oi  m  angular  frequency 
c  uC 


and  Equation  3 


Cl 


Ae0 
( s0-s) 


(9) 

(10) 


(ID 


(12) 


(13) 
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The  force  on  a  capacitor  plate  is  always  attractive,  if  the  plates  have  equal 
but  opposite  charges.  In  order  to  exert  a  symmetric  force  on  the  mass,  a 
bias  voltage,  V0,  is  maintained  on  both  capacitors,  and  a  feedback  voltage, 
Vf,  is  added  to  one  and  subtracted  from  the  other.  At  the  center  position, 

Vf  *  0,  and  no  net  force  results.  As  the  mass  changes  position,  the  force  is 
increased  on  one  side  and  decreased  on  the  other  so  that  a  net  force  is  pro¬ 
duced.  Using  Equation  5,  the  net  force  is 

A«o  <vo  +  vf)2  AC0  (Vp-Vf )2 

2(s0+s)2  2(s0-s)2 


which  reduces  to 


2C0 

V 

*f  “(V02  +  Vf2)  | 

l+  Vo  Vf  1 

[81 

TO 

8o 

(‘-1 

:y) 

I2 

(14) 


The  feedback  voltage  is  found  from  Equation  13  and 
Vf  '  A  VB  -  G  , 


where  A  «  transfer  function  of  the  feedback  loop  and 


1 


-1 
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Substitution  of  Vf  into  Equation  14  results  in 


Since! — )«1,  the  denominator  can  be  evaluated  using  the  binomial  expansion. 


(■  •  tf)‘ 


1  +  2 


(if  •  *  (i) 


So  that 


F  -  4F, 


(i-'fei-Ktef  -K)<y’  *•••]' 


Notice  that  the  force  Is  Intrinsically  nonlinear .  In  the  limit  as 
VQ  approaches  zero  (even  though  It  is  not  clear  how  the  feedback  would  be 
applied ), 


llmit  ,  ,  2Co  f  9/  8  \ 

v°~° |p'  •  if  rW 


(i)5  ♦•••] 


and  there  Is  no^  linear  term.  VQ  has  the  effect  of  making  the  feedback  force 
"more  linear”.  In  particular,  it  is  the  way  in  which  V0  affects  the  ratio  of 
higher  order  terms  to  the  linear  term  that  is  of  interest. 

From  Equation  16,  the  nonlinearity  of  the  feedback  force  may  be  defined  as 


N '  (2'irte)  +  H  k)(ki 


If  the  maximum  value  of  s/s0  is  known,  then  G  and  VQ  may  be  changed  in  order 
to  improve  linearity  and  still  maintain  the  same  resolution  and  noise  levels. 
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1.  INTRODUCTION 


Monroe's  paper  entitled  "Equations  for  an  Ideal  Parallel  Plate  Capacitor" , 
and  distributed  in  April  1980,  represented  a  significant  achievement  in  the 
application  of  electrostatic  forcing  transducers  to  feedback-controlled  iner¬ 
tial  suspensions.  We  do  not  know  of  any  other  case  tfiere  the  relations 
treated  by  Monroe  have  been  recognized. 

For  this  discussion,  these  unique  relations  are  referred  to  as  the  Monroe 
Linearity  Condition  tfilch  can  be  concisely  stated  as 

G 

—  -  2  (1-1) 
vo 

where:  G  is  the  normalized  gain  from  the  output  of  the  suspension  to  the 

input  of  the  electrostatic  forcing  transducer,  and 

VQ  is  the  normalized  bias  voltage  maintained  across  the  plates  of 
the  electrostatic  transducer. 

Figure  1-1  shows  the  functional  diagram  of  the  sensor  implemented  on  the  basis 
of  Equation  1-1.  (Notice  that  Vg  is  used  here  to  designate  the  bias  source 
voltage  whereas  the  Monroe  Paper  uses  Vg  to  designate  the  capacitance  bridge 
output  voltage.)  The  7_  designations  in  figure  1-1  represent  the  transfer 
functions  of  corresponding  blocks. 

Since  both  G  and  VQ  in  Equation  1-1  have  been  normalized  by  the  transducer 
plate  spacing  s0,  we  have 

G  ?  2  VQ  Volts 

~  -  ?C8  JAi  JA2  (J7K  +  *7V>  "  - -  “  — ~  d-la) 

sQ  s0  Meter 


Each  component  in  Equation  1-la  can  be  made  constant  over  the  frequency  range 
of  interest  except  J-jy  which  must  be  made  frequency  dependent  in  order  to  damp 
the  closed-loop  corner  frequency,  (4  Hz).  Therefore,  the  closed-loop  system 
can  not  satisfy  Equation  1-1  over  the  frequency  range  of  interest. 

From  April  1980  through  July  1983,  the  sensor  loop  was  set  up  on  the  basis  of 


G 

—  “  ?cs  JA1  TA2  (*7k) 
8o 


2  V0  Volts 

s0  Meter 


(1-2) 


Since  the  damping  component  J7y  Is  proportional  to  frequency,  the  term 
(J +  J7V>  Is  dominated  by  the  restoring  component  J7k  at  low  frequencies  so 
that  the  linearity  condition  is  approximated  through  the  long-period  data  band. 
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FIGURE  J-1.  LOOP  CONFIGURATION  FOR  44000  o  1 2664 a 


The  components  ?7g  and  3r-jy  become  equal  in  magnitude  in  the  2  to  3  Hz  range, 
and,  consequently,  the  linearity  condition  cannot  be  approximated  In  the 
short-period  data  band.  Therefore,  nonlinearity  continued  to  be  a  major 
Issue  after  April  1980  since  short-period  performance  was  In  question. 
Nonlinearity  in  the  short-period  can  also  degrade  long-period  performance  by 
generating  intermodulation  distortion  products. 

Major  theoretical  and  experimental  effort  was  directed  at  the  short-period 
nonlinearity  issue.  Theoretical  results  predicted  short-period  linearity  to 
be  better  than  0.1Z  and  that  distortion  products  with  a  high  cultural 
background  would  be  less  than  the  specified  long-period  noise  level. 

Comparative  borehole  testing  in  Garland  during  March  1982  using  the  44000 
engineering  model  and  a  36000  seismometer  demonstrated  that  the  linearity 
methods  were  successful. 

During  the  same  test  series  in  March  1982,  it  was  verified  that  the  short- 
period  response  was  not  uniform  from  channel-to-channel  and  differed  from  the 
theoretical  response.  These  response  errors  were  judged  to  be  due  to  errors 
in  determining  the  transducer  plate  spacing,  sQ.  Since  sensing  and  forcing 
loop  parameters  are  computed  using  the  plate  spacing,  it  must  be  accurately 
determined. 

To  ensure  that  the  plate  spacing  could  be  accurately  measured  and  loop  para¬ 
meters  set  correctly,  the  following  actions  were  taken. 

a.  Bridge  excitation  level  was  selected  for  individual  units  to  main¬ 
tain  a  uniform  capacitance  bridge  sensitivity  of  150,000  volts /meter. 

b.  The  bias  voltage  source  was  increased  from  60  Vdc  to  80  Vdc  to 
extend  the  bias  voltage  selection  range. 

c.  A  comprehensive  Sensor  Test  and  Calibration  Procedure  and  test  fix¬ 
tures  were  developed  to  utilize  the  precision  leveling/positioning 
mechanisms  to  set  up  and  calibrate  the  total  sensor  channel. 

The  improved  calibration  procedure  revealed  that  the  response  characteristics 
observed  in  March  1982  were  not  due  to  inaccuracy  in  determining  plate 
spacing.  The  transfer  function  used  for  the  electrostatic  forcing  transducer 
does  not  hold  in  the  corner  frequency  range. 

Using  the  improved  calibration  procedure  and  fixtures,  it  was  possible  to  set 
the  corner  frequency  to  the  specified  4  Hz  corner  frequency.  The  loop  para¬ 
meters  actually  required  differed  drastically  with  those  computed  on  the 
basis  of  plate  spacing. 

The  method  used  to  estimate  short-period  linearity  could  not  be  applied  for 
empirically  determined  loop  parameters.  Although  the  statistical  confidence 
of  surface  bench  measurements  was  low,  nonlinearities  on  the  order  of  IX  were 
suspected.  If  such  nonlinearities  were  involved,  then  it  would  be  a  grave 
error  to  empirically  set  the  corner  frequency  to  4  Hz.  The  balance  of  this 
paper  discusses  the  methods  used  to  resolve  the  response-nonlinearity 
question. 
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The  results  show  that  required  linearity  and  a  4  Hz  corner  frequency  cannot 
be  achieved.  It  Is  on  this  basis  that  we  have  recommended  that  present 
systems,  with  loop  parameters  set  by  the  method  for  which  linearity  has  been 
demonstrated,  be  restricted  to  long-period  measurements.  To  achieve  a  broad¬ 
band  response,  we  must  abandon  the  electrostatic  feedback  transducer. 
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INERTIAL  SEISMOMETER  CHARACTERIZATION 


The  seismometer  to  be  considered  here  consists  of  a  two-body  mechanical 
oscillator  constrained  to  a  single  degree  of  freedom  and  an  electrostatic 
transducer  which  Is  sensitive  to  the  relative  position  of  the  two  bodies . 

One  body,  of  mass  Mg,  Is  referred  to  as  the  frame  or  support.  The  second 
body  of  mass,  is  referred  to  as  the  suspended  or  inertial  mass  or  the 
bob.  Measuring  along  the  axis  of  motion  with  respect  to  inertial  r«t  posi¬ 
tions  and  denoting  the  Inertial  coordinate  of  the  support  (Ma)  by  "y",  and 
the  inertial  coordinate  of  the  bob  (M^)  by  "x" ,  the  equations  of  motion  are 


(2-1) 


X'  Y'\ 

—  -  -*-J  is  the  force  field  acting  on  the  mass  M^  relative  to 
Mb  Ma /  the  mass  Ma; 


X',  Y'  are  forces  exerted  directly  on  Mj,  or  Mg  respectively; 


X  is  the  rate  of  change  of  the  restoring  force  with 

relative  displacement; 


r  is  the  coefficient  of  the  viscous  damping  force  due 

to  losses  within  the  mechanical  system  tending  to 
reduce  the  relative  velocity. 
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V..*W 


(’),  (  ')  -  d(  )/dt,  d2(  )/dt2 


In  many  applications,  the  frame  Ma  can  be  considered  rigidly  connected  to  a 
mass  Mj.  much  larger  than  Mb»  whereby 


Mb  <*a  +  Mc) 

lim  M0  "  lim  1  | 

Mc — •>  «  Mc— >®  Mb  +  CMa  +  Mc) 


-  Mb  -  H 


(2-4) 


and  the  relative  motion  is  given  by 


xM  +  xr  +  xK  -  X'  -  VM 


(2-5) 


where 


y  ■  y* 


2.1  SUSPENSION-TRANSDUCER  CHARACTERIZATION 

Figure  2-1  indicates  the  components,  constants,  and  variables  involved  in 
the  suspension-transducer  interfaces.  Synd>ols  and  functions  are  described  as 
follows . 


Symbol 

7 

T 

M 

cax 

Cbx 


eb 

V. 


Function/Description 

Inertial  coordinate  of  suspension  frame,  meters. 

Inertial  coordinate  of  suspension  bob,  meters. 

Maas  of  suspension  bob,  kilograms  (kg). 

Position-dependent  capacitance  of  left  frame  plate 
to  the  grounded  bob,  farads. 

Position-dependent  capacitance  of  right  frame  plate 
to  the  grounded  bob,  farads. 

Fixed  excitation  coupling  capacitor  to  left  plate, 
farads. 

Fixed  excitation  coupling  capacitor  to  right  plate, 
farads. 

Loop  feedback  voltage  for  left  plate,  volts 
Loop  feedback  for  right  plate,  volts 
Bias  source  voltage,  volts 
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Ral»  Ra2 
Rbl»  Rb2 
vcr 

ZL 

eL 

Vax 

Vbx 

ZA 


zb 


ZC 

ZD 

«o 


Summing/weighting  resistors  for  feedback  voltage  and 
bias  voltage  for  the  left  plate,  ohms. 

Summing/weighting  resistors  for  feedback  voltage  and 
bias  voltage  for  the  right  plate,  ohms. 

Carrier  source  excitation,  15625  Hz,  (—5),  Vrms. 

Input  Impedance  of  the  preamplifier 

Capacitance  bridge  amplitude  modulated  output  to 
preamplifier,  Vrms. 

The  Instantaneous  potential  of  the  left  frame  plate 
with  respect  to  the  grounded  bob,  volts. 

The  instantaneous  potential  of  the  right  frame  plate 
with  respect  to  the  grounded  bob,  volts. 

Impedance  of  left  plate  to  common  at  carrier  fre¬ 
quency  wc  * 

Impedance  of  right  plate  to  common  at  carrier  fre¬ 
quency  u»c« 

Impedance  of  Ca  at  carrier  frequency  wc- 
Impedance  of  %  at  carrier  frequency  u>c« 

Permittivity  of  space,  8.85  x  lO-1^  farad  per  meter. 


Equation  2-5  relates  suspension  parameters  and  differential  bob-frame  motion 
to  the  earth  input,  yM,  and  the  force  term  X*.  The  term  X'  Is  comprised  of 
the  several  force  components  developed  by  the  electrostatic  forcing 
transducer. 


The  principal  electrostatic  force  Is  that  discussed  by  Monroe  and  is 
expressed  here  as 


*P 


~coA  vax  Vax 
2  (s0  +  x)2 


coA  vbx  vbx 
2  (s0  ~  x)2 


(2.1-1) 


where:  A  is  effective  area  of  the  bob-frame  capacitance,  m2.  Since  Vax  and 

Vbx  are  complex  functions,  conjugate  functions  Va£  and  are  used. 
Note  that  ?p  is  position  dependent.  The  capacitance  bridge  sensor 
produces  a  signal  which  is  dependent  on  the  bob  position  relative  to 
the  frame.  This  signal  and  its  derivatives  are  components  of 
VgX  and  V}jX.  Independent  of  these  signals,  Ip  depends  on  the  posi¬ 
tion  of  the  bob  relative  to  the  frame. 
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A  velocity-dependent  force  can  also  be  Identified.  This  component  is  asso¬ 
ciated  with  the  work  done  in  mechanically  moving  the  plates  of  a  charged 
capacitor.  When  the  relative  position  is  changing,  charge  redistribution 
produces  current  in  the  electrical  circuits  and  dissipation  in  electrical 
resistances.  An  exact  expession  for  the  velocity-dependent  force  is  dif¬ 
ficult;  however,  a  worst-case  approximation  for  the  mechanical  viscous  force 
coefficient,  re,  will  suffice. 


*v 


-xr 


e* 


(«oA>2 


vax  vax  Ral2 
(So  +  x)4 


+ 


Vbx  vbx  Rbl2 
“(s0  ~  x)4 


(2.1 


where  Ral2 


Ral  Ra2 
Ral  +  Ra2 


Rbl2 


Rbl  Rb2 
Rbl  +  Rb2 


The  suspension-forcing  transducer  interface  can  be  summaized  with  the 
following  expression. 


€Or 


xM  +  xrm  +  xKm  -  -yM  +  — - 


(<0*r 


-V, 


ax  'ax 


'bx  vbx 


(sQ  +  x)2  (s0  -  x)2 


(2.1-3) 


'ax  'ax 


Ral2 


(s0  +  x)« 


vbx  vbx  Rbl2 
“(So  -  x)4 


where:  rm  is  coefficient  damping  due  to  the  mechanical  system,  Newton  per 

meter/sec;  and  K,„  is  coefficient  of  restoring  force  due  to  the 
mechanical  system,  Newton  per  meter. 


The  suspension-sensing  transducer  interface  can  be  described  as  follows.  Thi 

term  ct  indicates  an  amplitude-modulated  carrier  signal.  The  capacitance 
bridge  sensor  output  signal,  e^>  developed  across  the  amplifier  input  impe¬ 
dance,  Zl»  can  be  written  as 


(2Vcr)  ZL(ZC  +  ZA)  ~  (2Vcr)(2L)(ZB  +  Zp) 


ePct 


zL(zc  +  ZA)  +  ZL(ZB  +  ZD)  +  (Zc  +  ZA)(ZB  +  ZD) 
or,  with  some  manipulation. 


eL 


(2Vcr)  (ZC  -  ZD  +  ZA  -  ZB)  e  ct 


2A  +  ZB  +  ZC  +  2d  +  —  (ZC  +  ZA)(ZB  +  ZD) 

ZL 


(2.1-4) 
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Using  the  cascode  FET  Input  stage  allows  to  be  made  very  large  -  typically 
lOpF  and  400  Mohm.  This  allows  2.1-4  to  be  approximated  by 


(2 Vcr)  (ZC  -  Zp  +  ZA  -  ZB)  p 


zA  +  ZB  +  zc  +  ZD 


€  rct 


_  Az 

(2Vcr)  — 


(2.1-5) 


where  AZ  ■  ZC  ”  ZD  +  ZA  “  ZB  and  Z^  ■  ZA  +  ZB  +  Zc  +  Zp  (2.1-6) 


Note  that  the  Impedances  ZA  and  ZB,  and,  consequently, AZ  and  Zj  are  func¬ 
tions  of  x. 

Now,  the  expressions  for  the  feedback  voltages  ea  and  eg  can  be  written. 

ea  *  eL  3'Al3fA2(J7K  +  *7V>  *  Pct5 
or  setting  Jr  *  Ja1?a2T7K  and 
then  ea  ■  ei/jR  +  Iv)«  Pct» 

Note  that  the  transfer  functions  Jr 
«  ct,  for  the  modulated  signal  eL« 

In  addition  to  the  bias  voltage  and 
and  VBx  have  a  third  component  due  to  the  carrier  excitation.  The  voltage 
eAC  ^or  the  left  plate  and  the  voltage  egg  for  the  right  plate  are  as 
follows . 


eb  *  ~  eLJAiJA2(J7R  +  J7V>C  Pctj 
*V  “  JAl^TV  >(2.1-7) 

eb  “  -  eL(JK  +  Jv)«_Pct  J 

and  Jy  contain  a  demodulation  term, 

the  feedback  voltage,  the  voltages  Vax 
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eAC  “  ZA 


eBC  ”  ~ZB 
and  rearranging 


2Vcr(ZL  +  ZB  +  ZD>  +  2VcrZL 


(ZC  +  ZA)(ZL  +  ZB  +  ZD)  +  ZL(ZB  +  ZD) 


2Vcr(ZL  +  ZC  +  ZA)  +  2VcrZL 


■  ct 


(ZB  +  ZD)(ZL  +  zc  +  zA)  +  ZL(ZC  +  zA) 


rct 


2V, 


cr 


eAC 


1  + 


i  +  (ZB  +  zD)(i/zL) 


€pct 


(2.1-8) 


1  +  ZC/ZA  + 


(ZB  +  Zp)(l/ZA) 

1  +  <ZB  +  ZD)(1/ZL) 


-2V, 


cr 


eBC 


1  + 


1  +  (ZA  +  ZC)(1/ZL) 


cpct 


1  +  Zp/ZB  + 


(zc  +  ZA)(1/ZB) 

1  +  (ZC  +  ZA)(1/ZL) 


Again,  since  Zl  »  (ZB  +  Zp),  Zl  »  (ZA  +  Zc)  the  expressions  can  be  approxi¬ 
mated  as  follows. 


eAC  “  2vcr«  ct 


2Z, 


eBC  "  -2Vcr«pct 


ZA  +  ZB  +  ZC  +  ZD 

2Zg 


2  Vcrepct 


(?) 


(2.1-9) 


”2Vcre  ct 


ZA  +  ZB  +  Zc  +  ZD 
Finally,  the  voltages  Vax  and  V^,x  can  he  expressed  as  follows 


(?) 


'ax 


eAc  ; 


vax  "  eL 


'ax 


2V 


V,  (  ■  -‘1  -  ) 

\Ral  +  Ra2 /  \Ral  +  Ra2 / 

\  (3y  +  JV)e"Pct  +  VB  \  +  2  Vcr€Pct  (1^)  . 

\Ra  /  \pa  /  \ZT  / 

r(— V— )  (?K  +  Tv)  +  VB  /M  +  2VcrePct  /— )  . 
\  zT/\Ra  /  \Ra  /  \ZT  / 
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Similarly, 


where  Rai  +  Ra2  *  Ra  an<*  Rbl  +  Rb2  “  Rb* 

Equations  2.1-10  and  2.1-11,  and  their  complex  conjugates,  will  be  used  in 
the  following  sections  to  expand  the  basic  equation  of  motion  in  2.1-3. 
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3.  DISCUSSION  OF  TERMS 


\ 

! 

I 

» 

I 


£ 

y 


! 


i 

* 


I 


! 


The  plate  potentials  Vax  and  Vbx  Include:  a)  the  dc  component  due  to  the  dc 
bias  voltage;  b)  data  frequency  components  of  amplitude  modulated  carrier  and 
feedback  signals;  and  c)  carrier  frequency  components.  It  is  necessary  to 
identify  terms  and  treat  them  with  respect  to  the  frequency  range  in  vrtiich  they 
Interact  with  the  suspension. 

Figure  3  shows  the  expansion  of  terms  for  VaxVax  and  Vbxv£x.  The  product 
of  the  function  with  Its  complex  conjugate  gives  the  square  of  the  absolute 
value  of  the  function  rfiich  is  needed  for  the  analysis  of  electrostatic 
forces . 


3.1  CARRIER  FREQUENCY  EXCITATION 

P  — p 

Carrier  operators  have  been  indicated  by  €  ct  and  e  ct.  In  figure  3,  terms 
3a-9  and  3b-9  contain  both  operators  and  will  result  in  force  components 
which  vary  with  Z^zJ  and  ZgZg,  respectively. 

Terms  3a-5,  3a-6,  3a-7,  3a-8  and  3b-5,  3b-6,  3b-7,  3b-8  containing  only 
P  — J> 

<  ct  or  €  ct  singly  vary  at  the  carrier  frequency.  Since  the  highest  data 
frequency  is  much  less  than  the  carrier  frequency,  the  mean  value  of  these 
terms  in  the  band  of  interest  can  be  taken  as  zero. 


3.2  IMPEDANCE  FACTORS 


The  impedances  of AZ,  Zj  and  the  components  therein  represent  impedances  at 
the  carrier  frequency  which  are  modified  by  the  bob-frame  position.  These 
transducer  impedances  have  time  constants  corresponding  to  about  700  Hz  and 
have  not  been  included  in  the  data  band  transfer  functions  presented  here. 


When  factorAZ  Z*/ZxZj*  expanded  in  its  position-dependent  terms,  the 
numerator  vanishes. 


NUMERATOR 


^ax  -  2  Cax  Cbx  +  Cbx 
DENOMINATOR 


<«oA>2 


(s0  -  X)2  -  2(s0  +  X>(s0  -  X)  +  (sq  +  X)2 


(sQ  +  X)2  (s0  -  X)2 


DENOMINATOR 


>(3.2-1) 


This  restates  that  the  resultant  force  in  a  symmetrical  transducer  is  zero  in 
the  absence  of  a  bias  component. 
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v  v* 

va  a 


-  AzAz* 

K?)f 

(TrJ*  +  JV*V  +  I 

■f 

(••?) 

1 

+  Azz$ 

2Vcr  VB 

Ral 

Ra 

Ra2 

a 

+  Az*zT 

2VcrVB 

Ral 

Ra 

Ra 

+2Azz£ 

(2Vcr)2 

Ra2 

Ra 

rpct  (Jk  +  Jv) 

+2AZ*Za 

(2Vcr)2 

Ra2 

Ra 

€PCt  (J*  +  J*) 

+  2ZXZ^ 

2Vcr  VE 

Ral 

Ra 

€"PCtJ 

+  2ZT*  ZA 

2VCr  VB 

Ral 

Ra 

«P«J 

+  &AZA 

<2Vcr)2 

ePct 

e"PctJ 

3a-l 


3a -2 


3a-3 


3a -4 


3a-5 


3a -6 


3a-7 


3a-8 


3a-9 


FIGURE  3.  EXPANSION  OF  VaxVax  AND  VbxVbx  (SHEET  1  OF  2) 
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-  AzAz* 

+  ZfZj 

-  Azz$ 

-  Az*zt 

+2  AzzJ 

+  2AZ*Zg 

-  2ZfZg 

-  2Z|ZB 
+  4ZBZ* 

FIGURE  3. 


p  2 

^2Vcr  ^  (TrJk  +  +  *K*V  +  *kV 


f¥) 


2V„  vB  M  ^2.  (,.  ♦  JV) 
Rb  Kb 


2V„V,  ^  jp  <*K+*V> 

Rb  Rb 


(2Vcr)2  ^  €-Pct  (Jk  +  jv) 
Rb 


(2Vcr)2  €Pct  (y*  +y*) 


Rb 


2v  VB  Rkl  €-Rct 
"  »  R„ 


Rbl  p 

2Vcr  VB  -  «  ‘ 

Rb 


ct 


(2Vcr)2  epct«fpct 


3b-l 


3b-2 


3b-3 


3b-4 


3b-5 


3b-6 


3b-7 


3b-8 


3b-9 
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In  the  later  expressions,  the  bridge  is  assumed  to  be  perfectly  symmetrical, 
1  *e  • , 

Ral  *  Rbl  S  R1  *  Ra2  "  Rb2  =  R2  »  ^1  +  Ra2  "  Rbl  +  Rb2  =  R» 

Ral  +  Ra2  _  Rbl  *  Rb2  -  R12  1 

RalRa2  RblRb2  612 

^aa  ”  ^bs  “  cs 

The  equation  of  motion  from  2.1-3  can  be  written  using  the  Impedance  nota¬ 
tions  as  shown  in  3.2-3. 


xM  +  xrm  +  xK*  -  yM  + 
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(s0  -  x)2  (s0  +  x)2 
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ZfZ^ 

(s0  -  x)2 
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+  (-4-J  (4)  (2Vcr)2 


ZBZJ 


ZAZA 


(s0  -  x)2  (s0  +  *y 


Zt^t 


•  ,,  *.2  _  „  R1  MAZzt  (3Fk  +  yv)  +Az*zt  (y£+y$)  /  1  1 

X  («oAr  Rl2  (2vcrVB  — -  — i  -  7  —  -T  -  - 

\  R  R/  \(sq+x )4  (s0- 

ZtZt  -r 


Z^T 


-  i  <‘0*>2  *12  (ve  r) 


(S0  -  x)‘ 


-  i  «oA>2  R12  (A)  (2Vcr)2  [-  ZA^  -4  +  7  -  B-Z?  --a  • 

I  ( s0  +  x)H  (s0  -  xr 


(3.2-3) 
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4.  EXPLICIT  POSITION  TERMS 


The  Impedance  terms  have  allowed  Intermediate  expressions  to  be  written  and 
manipulated  in  abbreviated  form.  Ultimately,  the  impedances  must  be  written 
as  explicit  functions  of  bob-frame  position  to  complete  the  equation  of 
motion  in  the  variable  x.  The  result  is  given  in  figure  4. 

The  symbols  are  as  previously  defined  with  two  exceptions.  The  capacitance 
Cab  *s  the  series  value  of  Ca  and  Cb* 


Cab 


ca  cb 

Ca  +  cb 


4-1 


The  components  of  the  loop  transfer  function  Jg  and  Ty  are  complex  functions 
of  frequency  having  real  (Re)  and  imaginary  (Im)  parts.  Therefore, 

*K  *  Mr  +  jIm*K  5  *K  "  Re%  ~  ) 

J  4-2 

JV  “  Re^V  +  JImTV  i  *V  "  Refy  “  Jlm^V  ) 

In  the  data  band,  the  principal  part  of  Jg  is  and  the  principal  part  of 

ls  Im^V 

The  form  of  the  equation  is  similar  to  that  of  3.2-3  to  reveal  the  transition 
from  Impedance  functions  to  position  terms.  The  equation  can  be  reduced, 
expanded,  approximated,  and  otherwise  manipulated  indefinitely.  We  have  yet 
to  find  a  form  that  suggests  an  analytic  solution.  An  analytic  solution 
would  allow  coefficients  to  be  optimized  for  response  and  linearity. 
Conversely,  a  numerical  solution  with  assumed  coefficients  can  describe 
resulting  responses  and  linearities  which  could  possibly  converge  to  an  opti¬ 
mum  configuration. 


4.1  RECOMMENDATIONS 

Experience  dims  the  prospects  of  a  solution  tdiich  provides  the  response, 
linearity  and  predictability  desired  here.  This  suggests  that  the  most  use¬ 
ful  benefit  of  the  electrostatic  transducer  development  is  the  performance 
achieved  in  the  long-period  band  where  the  Monroe  Linearity  Condition  can  be 
approximated . 

Current  applications  for  a  borehole  seismometer  system  require  an  extension, 
rather  than  a  reduction,  in  data  bandwidth.  The  electromagnetic  feedback 
transducer  will  provide  improved  linearity  and  allow  data  bandwidth  to  be 
extended.  The  Model  44000  seismometers  can  be  converted  from  electrostatic 
to  electromagnetic  feedback  transducer,  and  we  recommend  this  course  of 
action. 
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FIGURE  4.  EQUATION  OF  MOTION.  SUSPENSION  AND 
ELECTROSTATIC  TRANSDUCER 
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REPRODUCED  AT  GOVERNMENT  EXPENSE 
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